. However, due to failure to achieve clear or negative margins in lumpectomy, 20%-40% of patients require additional operative intervention in the form of re-excision or mastectomy (Atkins et al., 2012; Balch, Mithani, Simpson, & Kelley, 2005; Fleming et al., 2004; Huston, Pigalarga, Osborne, & Tousimis, 2006; Jacobs, 2008) . Therefore, the ability to obtain accurate intra-operative feedback about margin status will reduce the need for re-excision and surgery-related cost. Currently, there have been multiple existing or emerging intra-operative imaging tools for breast tumour margin assessment (Supporting Information Table S1 ). Frozen section and imprint cytology are applied clinically, but they suffer from long procedure time and low sensitivity (70%) due to sampling rate limitation (Cendan, Coco, & Copeland, 2005; Creager, Shaw, Young, & Geisinger, 2002; D'Halluin et al., 2009; Riedl et al., 2009 ). Radiofrequency spectroscopy reduces the procedure time, but still suffers from limited sensitivity (70%) and specificity (68%) owning to the lack of chemical selectivity (Thill, 2013; Thill, Roder, Diedrich, & Dittmer, 2011) . Intra-operative X-ray provides the margin status in depth by displaying two-dimensional projections in several minutes, but the sensitivity (49%) is reported very low due to the poorly defined tissue boundary (Erguvan-Dogan et al., 2006; Goldfeder, Davis, & Cullinan, 2006) . The emerging optical technologies, including optical coherence tomography (OCT), Raman spectroscopy, and diffuse reflectance imaging have improved the sensitivity and specificity, but still suffer from long procedure time, inadequate imaging depth or limited detection area (Brown et al., 2010; Keller et al., 2010 Keller et al., , 2011 Nguyen et al., 2009) . Therefore, an unmet need exists in developing an intra-operative margin assessment tool that is rapid, accurate and able to measure the entire tissue surface with adequate imaging depth (Brown et al., 2010; Morrow et al., 2016) .
Intra-operative ultrasound has been used as a guiding tool in breast-conserving surgery to locate the tumour position (Pan et al., 2013) . A recent study demonstrated the feasibility of high-frequency ultrasound for intra-operative breast tumour margin assessment with 74% sensitivity and 85% specificity in ductal carcinoma in situ (Doyle et al., 2011) . Photoacoustic tomography (PAT), compatible with conventional ultrasonography, has proved its capability in rapid deep tissue imaging with optical absorption contrast and sub millimetre resolution (Gateau, Caballero, Dima, & Ntziachristos, 2013; Wang et al., 2003) . Based on electronic absorption of haemoglobin or exogenous contrast agents, PAT has been used to study brain function, liver diseases, tooth health and breast tumour margins in mouse models Wang & Hu, 2012; Wu et al., 2017; Xi et al., 2012; Yao & Wang, 2011) . In particular, based on absorption of haemoglobin, PAT has been used to detect breast cancer due to abnormal angiogenesis in recent clinical studies (Dean-Ben, Fehm, Gostic, & Razansky, 2016; Diot et al., 2017; Ermilov et al., 2009; Heijblom et al., 2016; Toi et al., 2017) . Also, based on electronic absorption of DNA and RNA, photoacoustic microscopy was performed to analyse the lumpectomy specimen for margin evaluation (Wong et al., 2017) . More recently, PAT based on the overtone absorption of lipid in the second optical window (Supporting Information Figure S1 ) has opened up multiple applications including intravascular plaque imaging, peripheral nerve imaging and etc (Cao et al., 2016; Li, Phillips, Wang, Goergen, & Cheng, 2016; . Because of rich lipid content in the human breast, these previous advancements shed a light on the use of the second-window PAT plus ultrasound for breast tumour margins assessment.
Herein, we demonstrate the first application of a multimodal ultrasound and PAT system for high-speed intra-operative assessment of breast tumour margins with high sensitivity and specificity. By implementing a customized automatic tissue scanner, the system provides a stack of two-dimensional images of the entire tissue surface with 6 mm photoacoustic imaging depth and ~200 μm axial resolution within 10 min. The system outputs two imaging channels: highfrequency ultrasound images showing the tissue morphology and photoacoustic images indicating lipid distribution, which is the major component of healthy tissue in human breast. In a clinical study of 66 patients, we performed imaging on the whole freshly excised breast tumour tissues and then correlated it with the corresponding histological results to determine the sensitivity and specificity. By subjective reading of three researchers, the results show 85.7% (95% CI, 42.0-99.2) sensitivity and 84.6% (95% CI, 53.7-97.3) specificity, 71.4% (95% CI, 30.3-94.9) sensitivity and 92.3% (95% CI, 62.1-99.6) specificity and 100% (95% CI, 56.1-100) sensitivity and 53.9% (95% CI, 26.1-79.6) specificity, respectively. Furthermore, in order to mitigate readers' subjective variation and reduce the reading time, we implement a deep convolutional neural network (CNN) machine learning algorithm to differentiate positive margins from negative margins, specifically for ductal carcinoma in situ, and achieve 85.5% (95% CI, 75.2-92.2) sensitivity and 90% (95% CI, 79.9-95.5) specificity. Together, these results demonstrate the translational potential and intra-operative practicality of multimodal ultrasound and PAT in assessment of breast tumour margins in breast-conserving surgeries.
| RE SULTS AND D ISCUSS I ON

| Engineering an intra-operative multimodal ultrasound and PAT system
Using overtone absorption of lipid as contrast, we built a multimodal ultrasound and PAT system capable of fast and automatic detection of ultrasound/photoacoustic signals (Figure 1 ) with the goal of distinguishing breast cancer from non-cancerous tissue within 2 mm surface in 10 min. The system employed a custom-built, all-solid-state Raman laser as the excitation source, since the output wavelength lies in the optical window to solely visualize lipid in the breast (Li, Slipchenko, Wang, & Cheng, 2013; Wang et al., 2011) . The 10 Hz, 10 ns pulse trains with the pulse energy of 100 mJ at 1197 nm wavelength were delivered to the excised breast tissue via a fibre bundle to effectively and sufficiently excite the lipid in the breast tissue to generate photoacoustic signals (Supporting Information Figure S2 ).
The generated photoacoustic signals were acquired by a customized 18 MHz high-frequency ultrasound array with 128 elements and 50% bandwidth. Meanwhile, the same transducer array emits and receives ultrasound signals, which were then processed by a high-frequency ultrasound imaging system. The laser and the ultrasound system were connected to a computer to synchronize the trigger and visualize the registered ultrasound/photoacoustic images. In order to meet the need of fast intra-operative margin assessment, an automatic tissue scanner (Supporting Information Figure S3 ) was designed and built based on a series of clinical testing of specimens from a total of 36 patients. In the final version, we achieved two-dimensional scanning of 10 × 10 cm 2 in 2 min, which covered the size of the majority of excised breast tumour tissues in lumpectomies (Brown et al., 2010) . To adapt to the tissue surface irregularity during the scanning, a collinear design was applied to fabricate the imaging probe (Supporting Information Figure S4 ), which was comprised of the ultrasound transducer, a fibre bundle, a pair of cylindrical lenses and two glass slides. Light illumination from the imaging probe was consistent with the transport simulations (Supporting Information Figure S5 ) using ray optics simulation toolbox from MATLAB, demonstrating that the light from the end of the probe was collimated. With the collinear design, a freshly excised breast tumour tissue was imaged, showing 6 mm photoacoustic imaging depth and 13.4 mm adaptation, which was two times better than the traditional bifurcation design (Supporting Information Figure S6 ).
| Development of an imaging protocol
A total of 30 female patients (Supporting Information Table S3 ) were enrolled in a study to determine the sensitivity and specificity of the multimodal ultrasound and PAT system. Patients requiring lumpectomy for diagnosis of breast cancer, including ductal carcinoma in situ (DCIS) and invasive ductal carcinoma (IDC) diagnosed by preoperative imaging and core biopsies, were recruited at Indiana University Health Simon Cancer Center. All the patients signed and gave the informed consent for this study one day before the surgery per protocols approved by the Institutional Review Boards at Indiana University Health. Patients' names and other HIPPA identifiers were removed from all sections of the study.
In lumpectomy operation, after a tumour mass was resected, it was first oriented with a long suture marking the lateral margin and a short suture marking the superior margin. Then, it was placed on a sample tray, and transparent ultrasonic gel was applied on its sur- 
| Image analysis & evaluation protocol
All the ultrasound/photoacoustic images were acquired and processed with the same standard and displayed in the same brightness level and contrast scale, as recommended by board-certified radiologists with fellowship training in breast imaging. Data collected from the first enrolled For DCIS, if it was not all covered by adipose tissue with at least 2 mm thickness or micro-calcifications were found within 2 mm surface, it was considered a positive margin (Figure 4g -i). The margin assessment was made using the full set of ultrasound/photoacoustic images for each tissue. As long as at least one image frame showed abnormal, the tissue was deemed as positive in margin assessment.
| Performance based on subjective reading
A blinded subjective reader study was performed to evaluate the statistical performance of the intra-operative multimodal ultrasound and PAT system. Data from the remaining 20 patients were used to calculate the sensitivity and specificity (Table 1) 
| Performance based on machine learning
Subjective interpretation of the ultrasound/photoacoustic images by either breast surgeons or radiologists is time-intensive (10-15 min/ tissue, 3-5 s/frame) and reader biased. Consequently, a system which is able to rapidly deliver the consistent and accurate margin evaluation will be preferred during the breast-conserving surgeries. We employed a machine learning-based algorithm called deep convolutional neural network (CNN) for breast tumour margin assessment because it needed relatively less pre-processing and could achieve end-toend supervised learning (Kuwahara & Eiho, 1983; LeCun, Bengio, & Hinton, 2015) . In this study, GoogLeNet Inception v3 CNN architecture was applied and adapted to the margin assessment through transfer learning. Based on the inception v3 architecture pre-trained on the ImageNet data set, the original leaf nodes were firstly replaced A training data set of 1,052 positive frames and 918 negative frames was built by flipping and rotating the images generated by the multimodal PAT system. These frames were determined as positive or negative based on the reading of ultrasound and photoacoustic images by a trained radiologist, also they were correlated to pathology H&E staining read by a pathologist. Two independent CNN models were trained with only ultrasound and only photoacoustic data, separately. Then the two models were combined or 0.88 (photoacoustic threshold was fixed).
| Discussion
The goal of breast conservation surgery is to resect all cancer tissue while preserving as much normal tissue as possible for optimal cosmetic outcome. Achieving clear margin status of the excised breast tumour tissue, a key predictor of local recurrence (Dunne, Burke, Morrow, & Kell, 2009; Houssami et al., 2010) , necessitates a fast and accurate intra-operative margin assessment tool. Current methods either need long procedure time or lack sensitivity and specificity.
Here, we demonstrate an intra-operative multimodal ultrasound and PAT system for high-speed and accurate assessment of breast tumour margins in 20 patients. TA B L E 1 Sensitivity and specificity by subjective reading analysis (2) Ultrasound gel is applied on the surface of the tissue, which takes less than 1.5 minutes (depending on the tissue size); (3) The tissue cartridge with the tissue was inserted into the imaging chamber, which takes <0.5 min; (4) By pressing one button, the tissue surface was scanned within 2 min. Thus, the user was able to visualize the tissue margins of one surface within 5 min. In this study, two opposite faces were imaged for one tissue, taking less than 10 min, which was the fastest intra-operative breast tumour margin assessment tool to date. Also, 3D images of the breast tissue could be reconstructed, showing the tumour location and size. By correlating the suspicious area to the lumpectomy cavity, the surgeon will be able to locate the corresponding area of concern for future resection.
In the subjective reading, reader 1 achieved 71.4% (95% CI, Kappa Coefficient between reader 1 and reader 2, between reader 1 and 3 and between reader 2 and 3 is 0.565, 0.340 and 0.205, separately). However, the most conservative reading still has a sensitivity of 71% and a specificity of 92%, which is better than the current radio-frequency spectroscopy (71% sensitivity and 68% specificity) and intra-operative X-ray (49% sensitivity and 73% specificity). The reported optical coherence tomography achieves 100% sensitivity and 82% specificity, but the decision criterion is margin on surface ink for all the tumour types in the reading. However, the new released consensus guideline on breast margins requires at least 2 mm for DCIS, which leads to a sensitivity of only 63% for a recent clinical study (Zysk et al., 2015) with the aforementioned optical coherence tomography probe because of its limitation in imaging depth.
High-frequency ultrasound itself provided a decent sensitivity in evaluating the breast tumour margins, especially in IDC specimens.
However, with photoacoustic tomography, the detecting specificity of breast margins improved in IDC specimens, which would avoid unnecessary tissue excisions. Moreover, by adding the photoacoustic imaging channel, the multimodal ultrasound and PAT system improved both detection sensitivity and specificity for in situ cancer within 2 mm margins (Supporting Information Table S4-S6) .
Machine learning-based algorithm may improve the speed, consistency and accuracy of margin assessment for breast-conserving surgeries, intra-operatively. Our results have shown that CNN-based model achieved higher accuracy and adaptability than other automated approaches. The ideal CNN-based classification algorithm will require little pre-processing and provide general margin assessment for all tumour types in real time. The CNN-based classification algorithm reported here was able to distinguish between positive and negative margin status of 2 mm margin area for in situ tumour at a speed of 0.7 s/frame. We anticipate that the accuracy of our classification algorithm can be further improved by he followings: (a) collecting more patient data (including both positive and negative cases); (b) reducing background noise and fine-tuning parameters of image pre-processing. We also expect to obtain a more generalized classification algorithm that can be used for more types of breast tumours by the followings: (a) training more CNN models focusing on different tumour types; or (b) adding another layer of pre-classifier before margin assessment.
| CON CLUS ION
As the prevalence of breast cancer screening, more lesions are identified in an early stage, leading to the popularity of using breast -conservation surgeries. Achieving a negative or clear margin is essential for improving the clinical outcomes. However, an unmet need still exists to achieve time-efficient and highly sen- (95% CI, 79.9-95.5) specificity. Such results present the potential of using multimodal ultrasound and PAT as a high-speed and accurate method for intra-operative breast tumour margins evaluation.
| E XPERIMENTAL S EC TI ON
| Clinical study design
The objective of this study was to evaluate the potential of the multimodal ultrasound and PAT system to intra-operatively assess the breast tumour margin status in breast-conserving surgeries. Freshly excised human breast tumour tissues (n = 66) with different tumour types (IDC and DCIS) at Indiana University Health Simon Cancer
Center were obtained and imaged by the imaging system. Patients undergoing mastectomies, or having infectious diseases, were excluded from this study. No patients were excluded based on age, ethnicity, race or weight (Supporting Information Table S2 ). All the experiment protocols in this study were approved and carried out in accordance with the relevant guidelines and regulations.
| Design of the Raman laser
A schematic of the compact Ba(NO 3 ) 2 -based Raman laser was shown in Supporting Information Figure S2A The spectral profile of the generated Raman laser indicated the central wavelength of 1197.6 nm (Supporting Information Figure   S2C ), which lay in the second overtone absorption peak of lipid.
The pulse duration of the output was measured to be 10.75 ns (Supporting Information Figure S2D ), which met the thermal and stress confinements to efficiently generate photoacoustic signals.
The maximum laser output could reach 142 mJ when the pump energy was 294 mJ, corresponding conversion efficiency of 48.3%
(Supporting Information Figure S2E ). The continuous laser power output within three hours was shown in Supporting Information Figure S2F . It indicated an average output of 1 W with 1.8% instability, which guaranteed sufficient pulse energy to excite the stable photoacoustic signals.
| Design of the automatic tissue scanner
The automatic tissue scanner (Supporting Information Figure S3A) was capable of 2D scanning of 10 × 10 cm 2 area within 2 min. The integrated imaging probe was placed on the top cover. After each breast conservation procedure, the top cover was lifted, and the fresh tissue was put on the tissue holder on the bottom (Supporting Information Figure S3B ). Then, the top cover was closed, and a water reservoir covered with a plastic film contacted with the applied gel.
Distilled water which was reserved in a water bottle was directed to the water reservoir as acoustic coupling medium. The imaging head then performed a 2D scan of the tissue within the water reservoir (Supporting Information Figure S3C ). After one surface scanning, the top cover was lifted, and the tissue was flipped for the other surface scanning. The whole procedure took <10 min, which met the current economic need.
| Design of the collinear imaging probe
The schematic of the collinear imaging probe was shown in Supporting Information Figure S4 . It was comprised of a custom-built ultrasound transducer array, a fibre bundle, a pair of cylindrical lenses and two glass slides. The laser light propagating from the fibre bundle went through one glass slide to the tissue surface to excite ultrasound signals. The generated signals were reflected by the two glass slides and then received by the ultrasound transducer array. This collinear design was able to generate a collinear laser beam with a size of 2.6 mm × 10 mm at a distance of 10 mm (Supporting Information Figure S5 ), which was beneficial to adapt the tissue surface roughness. With a freshly excised breast tumour tissue, collinear design could reach 6 mm imaging depth with 13.4 mm adaptation, which was two times better than the traditional bifurcation design (Supporting Information Figure   S6 ).
| Histology evaluation
Based on the suture orientation, the fixed breast tumour tissue was first inked with different colours for the following margin identification. Then, it was grossed into several blocks. Through gross inspection, only suspicious areas from each block were incised and placed into a cassette for further standard H&E staining. Histology slides were digitized with a light microscope (ScanScope CS, Leica Inc.) at 20X magnification. Then all the H&E-stained histology images were interpreted by a board-certified pathologist for histopathologic assessment and margin status. The pathologist was blinded to the reconstructed images and results. 
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